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Abstract

Ultra high performance liquid chromatography (UPLC) with its shorter 
analysis times, narrow peak widths and enhanced peak heights has not 
been widely accepted in our drug metabolism laboratories due to the 
requirement for better performing radioactivity flow detectors.  In drug 
metabolism studies, radiolabeled compounds are commonly used to 
provide a complete metabolite profile.  In this study we present an 
alternative to radioactivity flow detection to screen samples for the 
presence of metabolites to identify by mass spectrometry.  Isotope 
pattern directed mass chromatograms were generated by software in 
development by Cerno Bioscience.  The narrow chromatographic peak 
widths (3-6 s) from UPLC analysis were preserved in the isotope pattern 
directed chromatograms that was diminished by the radioactivity flow 
detector.  Isotope ratios more distinguishable from those of non-related 
sample components provided the best results.  This technique is 
applicable to both radioactive and stable isotope labeled drug 
candidates. 
 

(ASMS presentation rules allow display of only one display of Company logo in presentations.)
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Introduction
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Metabolites of Compound-1 (C1) in human plasma ïsimilar sample from different studies
16-Feb-2006 13:52:15Compound-1
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Experimental
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Sample Preparation and Analysis

14C-Testosterone and 14C-diazepam at 100 ɛM were incubated in rat liver 

microsomes, then extracted to generate samples for LC/MS analysis.  These 

samples were used for (1) comparison of  UPLC with HPLC and (2) to evaluate 

isotope pattern directed mass chromatograms for metabolite profiling.

LC/MS analysis with UV detection was performed with either a Waters Alliance 

HPLC or an Acquity UPLC system equipped with a photodiode array detector and 

interfaced to Quattro Premier XE mass spectrometer. Separations were 

accomplished with a Phenomenex Luna C18(2) column (150 x 2 mm, 5 m) for 

HPLC or a Supelco Ascentis Express C18 column (150 x 2.1 mm x 2.7 ɛm) for 

UPLC. 

Mass spectra were recorded in continuum mode from m/z 100 to 1000 in 0.5 sec.

Radiochromatograms were recorded with an IN/US ɓRAM Model 3 flow 

scintillation analyzer equipped with a 250 L flow cell.  A scintillant flow rate of  

0.6 mL/min was used.

Post -acquisition data processing to generate isotope ratio pattern directed mass 

chromatograms was performed with software being developed by Cerno 

Bioscience.
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Comparison of UPLC and HPLC with UV and 
Radioactivity Flow Detection

 
UPLC ï Short Gradient 

Time 
(min) A(%) B(%) 

0 75 25 

0.8 75 25 

6.16 10 90 

6.26 75 25 

7.76 75 25 

 

 
Mobile Phase A: 0.1% formic acid in water (v/v) 
Mobile Phase B: 0.1% formic acid in acetonitrile 
Flow rate: 0.27 mL/min 
 

 
UPLC ï Long Gradient 

Time 
(min) A(%) B(%) 

0 75 25 

1 75 25 

30 10 90 

31 10 90 

31.1 75 25 

33 75 25 

 

 
HPLC ï Long Gradient 

Time 
(min) A(%) B(%) 

0 75 25 

1 75 25 

30 10 90 

35 10 90 

35.1 75 25 

45 75 25 

 

Liquid Chromatography Conditions:
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Metabolite Profiling by Isotope Pattern Directed 
Mass Chromatograms

Liquid Chromatography Conditions:  The UPLC ïShort Gradient described above was used.

Sample Text Filename 

Specific 
Activity 

( Ci/mg) 

Specific 
Activity 

( Ci/ mol) 

Isotope 
Ratio 

Mole 
Percent 
Labeled 

Actual 
Rel. Int. 

Testosterone in RLM, 3562 DPM PX_111207_001 4.1:1 24.4% 

Testosterone in RLM, 7124 DPM PX_111207_002 4.3:1 23.5% 

Testosterone in RLM, 25000 DPM PX_111207_003 

34 9.8 

3.7:1 

16% 

27.4% 

 

Testosterone in RLM: Constant specific activity ïvarying amounts (DPM) analyzed

Sample Text Filename 

Specific 
Activity 

( Ci/mg) 

Specific 
Activity 

( Ci/ mol) 

Isotope 
Ratio 

Mole 
Percent 
Labeled 

Actual 
Rel. Int. 

Diazepam in RLM, 2213 DPM PX_111207_004 1.2:1 86.8% 

Diazepam in RLM, 2213 DPM PX_111207_007 1.2:1 85.9% 

Diazepam in RLM, 4427 DPM PX_111207_005 1.04:1 96.6% 

Diazepam in RLM, 4427 DPM PX_111207_008 

59 16.8 

1.13:1 

27% 

88.1% 

 

Diazepam in RLM: Constant specific activity ïvarying amounts (DPM) analyzed

Approximate 1:1 isotope pattern
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Metabolite Profiling by Isotope Pattern Directed Mass 
Chromatograms (continued)

Testosterone in RLM: Constant amount ïvarying specific activities (isotope ratio) analyzed

Sample Text Filename 

Specific 
Activity 

( Ci/mg) 

Specific 
Activity 

( Ci/ mol) 

Isotope 
Ratio 

Mole 
Percent 
Labeled 

Actual 
Rel. Int. 

Testosterone in RLM - 40751 DPM PX_012208_0002 7.1:1 14.5% 

Testosterone in RLM - 44574 DPM PX_012208_0003 
17.3 5 

8.0:1 
8% 

12.5% 

Testosterone in RLM - 21575 DPM PX_012208_0004 13.1:1 7.6% 

Testosterone in RLM - 21587 DPM PX_012208_0005 
8.8 2.5 

12.4:1 
4% 

8.0% 

Testosterone in RLM - 10474 DPM PX_012208_0006 17.3:1 5.8% 

Testosterone in RLM - 11023 DPM PX_012208_0007 
4.4 1.3 

15.4:1 
2% 

6.5% 
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Results and Discussion
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Comparison of UV and 14C Chromatographic 
Peak Area and Height for UPLC vs HPLC

Table 1 summarizes the chromatographic peak areas and heights obtained for the 

diazepam peak with the three separation conditions evaluated.  Corresponding UV and 

radioactivity chromatograms are shown in Figures 1A and 1B, respectively.  UPLC 

separation times of 5.2 and 9 min were obtained versus the 15 min separation time for 

HPLC. UV and radiochromatographic peak areas were slightly greater (approx. 10-20%) 

for UPLC than for HPLC, most likely due to overlapping peaks as the same amount of 

sample was analyzed.

UV chromatographic peak height increases indicative of the actual advantage obtainable 

with UPLC were about 550% and 180% greater than the HPLC peak height for the short 

and long gradients, respectively.  The UPLC peak height advantage vs HPLC was 

reduced to approx. 50% and 20% greater than HPLC for the short and long gradients, 

respectively, due to mixing in the 250 L flow cell used in the radioactivity detector.

The flow cell volume and scintillation flow rate were better matched for HPLC in this 

evaluation, but were kept constant to obtain a better UPLC vs HPLC comparison.  Better 

chromatographic resolution was obtainable for UPLC separations with flow cell volumes 

and scintillant flow rates better matched to UPLC as shown in Figure 2.
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Table 1.  Comparison of UPLC and HPLC Peak Area and 
Height for UV and Radioactivity Detection

Minimal difference in peak 

areas as expected - same 

amount analyzed

Substantial 

increase in 

UPLC peak 

heights vs 

HPLC

Peak broadening in 
14C detector flow cell 

reduces UPLC peak 

height advantage.

Partially due to overlapping peaks.

 

Separation 
UV Peak 

Area 

Area 
increase vs 
HPLC (%) 

UV Peak 
Height 

Height 
increase vs 
HPLC (%) 

UPLC - Short gradient 37720 10.2 1193865 546 

UPLC - Long gradient 37478 9.5 523483 183 

HPLC - Long gradient 34234 0 184756 0 

 
 
     

Separation 

14C Peak 
Area 

Area 
increase vs 
HPLC (%) 

14C Peak 
Height 

Height 
increase vs 
HPLC (%) 

UPLC - Short gradient 17560 22.3 49371 50.5 

UPLC - Long gradient 14335 -0.2 39291 19.8 

HPLC - Long gradient 14362 0 32797 0 
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Figure 1A.  Comparison of UPLC vs HPLC: 
UV Detection 
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Diazepam in RLM - 45526 DPM 21-Nov-2007 21:33:20
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Figure 1B.  Comparison of UPLC vs HPLC: 
Radioactivity Flow Detection 
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Figure 2.  UPLC Radioactivity and UV Chromatograms of
Diazepam in RLM:  Limit of Quantitation
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UPLC with Isotope Pattern Directed Mass 
Chromatograms

The [M+H]+ to 14C[M+H]+/ 37Cl[M+H]+ isotope pattern evaluated for diazepam (near 1:1) 

is shown in Figure 3A along with a summed mass chromatogram representative of the 

metabolites observed.  This isotope ratio was also representative of the ratio that would 

be used in similar work with a stable isotope labeled compound.

Figure 3B shows the isotope pattern directed mass chromatogram and the 

corresponding radioactivity flow chromatogram for the diazepam in RLM preparation.  

The isotope pattern directed chromatogram closely matches the summed mass 

chromatogram (Figure 3A) and was generated without the need to predict or already 

know which metabolites were present.  Chromatographic peaks in the radioactivity flow 

chromatogram were broadened due to mixing in the flow cell providing no separation for 

peaks A and B and inadequate separation for the other metabolites.  The radioactivity 

detector was also operating closer to its limit of quantitation than was the mass 

spectrometer.  Doubling the amount of sample analyzed (Figure 3C) provided no 

additional information in the radiochromatogram.  However, in the isotope pattern 

directed chromatogram, another metabolite was indicated in front of peak C.




